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MINISTRY OF COMMERCE 

NOTIFICATIONS 
New Delhi, thr iCfh August 1966 

S O. 2458.—In exercise of the powers conlerred by section 6 of the Export 
(Quality Control and Inspection) Act, 1963 (22 of 1963) and altn previous 
publication as required by rule 11 of the Export (Qualitv Contiol and Inspection 1 
Rules, 1964, the Central Government hereby,— 

0) notifies that rubber hot water bottles (bags) shall be subiert to inspec¬ 
tion prior to export; 

(2) specifies the type of inspection in accordance with Ibt ExpoiL of 

Rubber Hot Water Bottles (Inspection) Rules. 1966, as the type of 
inspection which would be applied to such rubber hot water bottles 
(hags), 

(3) recognises the specifications as specified m Annexurc I to this notifica¬ 

tion as the standard specifications for the rubber hot water bottles 
(bags! 1 

(4) prohibits the export, in the course of international trade, of such nibhei 

hot water bottles (bags) unless the same arc accompanied by a 
certificate issued by an agency recognised by the Central Govern¬ 
ment under section 7 of the Export (Quality Control and Inspection) 
Act, 1903 (22 of 1963) to the effect that the rubber hot water bottles 
(bags) arc export-worthy, 

2. Nothing in this notification shall apply to the export by land, sea or an 
of camples of rubber hot water bottles (bags) aforesaid to prospective buyers. 

3. In this notification ‘rubber hot water bottles (bags)’ shall mean the moulded 
or hand made rubber hot water bottles (bags) without fabric insertion, intended 
for use in hospitals or otherwise. 

4. This notification shall come into force on the 1st September, 1966- 
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Annexuhe J 

Specifications fur hot water bottle (Bn y) 

1. Construction: 

1.1. The rubber hot water bottle (bag) shall have a plain or patterned surface 
as specified by the purchaser. Every bottle shall be accompanied with a spare 
washer. 

1 2, The stopper shall provide a water-tight seal and metal parts, if any, 
shall be made from a corrosion-lesisting mate ml or hu\ e a < oriosion-vesisting 
finish, 

2. Requirements: 

2.1. The shape and the size of the rubber hot water bottle (bat) shall he as 
specified by the purchaser. 

2 2, The walls of the bottle (bag) shall at no point have a thickness of less 
than 1 5 mm. 

2.2.1. The edges shall be strengthened bv Increasing the thickness of rubber 

2.3. The vulcanised rubber of the bott'e (bag) shall have tensile strength and 
elongation at break not less than 140 kg/cm- and 500 per cent, respectively. 

2.4. After ageing at a temperature of 90’C±1 C for a period of 70 hours, the 
bottle (bag) shall stiffen or become tacky and shall not show any cracks on the 
surface, and its tensile strength and elongation at break shall not be less than 
75 per cent of the unaged value. 

2.5. The rubber hot water bottle (bag) shall not show any sign of leakage 
from any part of the bottle (bap) when suspended by means of the eyelet at 
the bottom for one hour after filling the bottle (bag) with water at 80-9U°C and 
screwing the stopper in position. 

I No. 60(140)Exp Insp/60.] 


S.O. 2459.—In exercise of the powers conferred by section 17 of the Export 
(Quality Control and Inspection) Act, 1063 (22 of 1963), the Central Govern¬ 
ment hereby makes the following rules, namely-— 

1 Short title and commencement.—(1) These rules mav be called the Export 
of Rubber Hot Water Bottles (Inspection) Rules, 1966. 

(2) They shall come into force on the 1st September, 1966. 

2. Definition.—In these rules “rubber hot water bottles (bags)’’ mean the 
moulded or hand made rubber hot water bottles (bags) without fa brie insertion 
intended for use in hospitals or otherwise 

3 Basis of Inspection.—Inspection of lubbei hot water botlles (bags) for 
export shall be carried out with a view 7 to seeing that the rubber hot waler 
bottles (bags) conform to the specifications recognised bv the Central Govern¬ 
ment under section 6 of the Export (Quality Control and Inspection) Act, 1963 
(22 of 1963), or, as the case mav be, anv other specifications stipulated in ihc 
expo! I contract as declared by the exporter or the sample approved bv the huyer 

4 Procedure of inspection.— (1) An exporter intending to export rub her hot 
-water bottles (bags) shall give intimation in writing of hii intention so to do 
and submit along with such intimation a declaration of the specifications, stipulat¬ 
ed in the contract relating to suoh export, to any one of the inspection agencies 
(heieinai’ter referred to as the Agency) recognised under section 7 of the Export 
(Quality Control and Inspection) Act, 1963 (22 of 1963), to enable it to carry 
out the inspection in accordance with rule 3, 

(2) In case the specifications stipulated in the export contract are in the form 
of a sample approved by the buyer, the exporter shall submit accordingly a 
declaration, along with the approved sample and its characteristics, to the Agency. 

(3) Every intimation and declaration under sub-rule (1) or the sample declar¬ 
ed under sub-ride (2) shall be given not less than seven days before the expected 
date of shipment 
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(4j On leceipt of the intimation and declaration under sub-rule (3), the 
Agency shall inspect the alignment ol ruhhei hot watoi bottles (hugs) with a 
low to seeing that the s one eon for iris to the specification recognised under 
icct on 6 oi the Export (Quality Conti ol and Inspection) Act, 1903 or as the case 
may he any other specifications stipulated m the export contract or the approved 
saniplf 

(5) If aftei inspection the Agency is satisfied that the consignment of rubber 
not water bodies (bags) to be exported conform to the requirements of lule 3 
it slum within seven days of the receipt of the intimation and declaration under 
-ub luie (3) issue a ceitiflcatc to the exporter declaring the consignment export 
worthy 

5 Place of inspection.—Everv inspection under these rules shall be carried 
out either— 

(aI at the premises of the manulacturer of such products or 

(b) at the uiemises at which the goods aie offered by the exporter provld 
ed adequate facilities for the purpose exist theiem 

0 Inspection fee —Subiecl to a minimum of Rs 25 fox each consignment, a 
fee at the rate of twenty paise for eveiy one hundred rupees of the fob value 
of each such consignment shall be paid as inspection fee under these rules 

7 Appeal—(1) Any person aggneved by the refusal of the Agency to issue a 
certificate undei sub-rule (5) of rule 4 may, within ten days of receipt of com¬ 
munication of such refusal by him prefer an appeal to a panel of experts consist¬ 
ing ot not less than three persons appointed tor the purpose by the Central 
Government 

(2) The decision of the panel on such appeal shall be final 

[No 60(l40)Exp Insp/66 J 

SO. 2460.—In exeicisc of the powers conferred by section 7 of the Export 
(Quality Conti ol and Inspection) Act, 1963 (22 of 1963) the Central Goc eminent 
heiebv recognises the organisations mentioned in the Schedule annexed hereto 
us Ihe agencies foi inspection of rubber hot water bottles (bags) prior to their 
export subject to the condition that everv such oigamsation shall give adequate 
iacihlie to an officer of the Export Inspection Council duly authori od bv the 
Council to examine the method of inspection followed by that tu /anisation m 
granting the ceitiflcatc undei sub rule (5) of rule 4 of the Export of Rubber Hot 
Water Bottles (Inspection) Rules 1966 

Titf S< hldule 

1 Italab Private Ltd Mehor House 15 Cawasp Patel Sticet Bombay 1 

2 Supei mtcndonce Co of India (Private) Ltd 31 32 33 CTT Road, 

Enfally Calcutta 14 

3 Thcraptutics Chemical Research Coiporalion 95 Morland Road 

Bvculhi Bombay-8 

1 Inspection & Testing Co (India) Private Ltd 24 Chitfaianian Avenue 
Calcutta-12 

5 Essen & Company 550 Eighth Main Road (Opp Si Peters Seminal\ ) 
Bangalore-12 

G M/s IVIitia SK Private Ltd 6 Mission Row Calcutta 1 

7 M /s R V Briggs & Co (Private) Ltd 9 Bcntinek Street, C alcutta 1 

8 Geneial Superintendence Co (India) Private Ltd, Soi ah Mansion’ 35, 

Murzban Road P O Box No 508 Bombay 1 

[No 60(140)Exp Insp/66 1 


SO 2461—Wheteas the Central Government m exercise of the powers con 
foned bv section 3 of the Export (Qualitv Control and Inspection) Act 1963 
(22 of 1963) proposes to iecogm.se the Indian Standards Institution Certification 
Mark with respect to rubber hot water bottles (hags) for the purpose of denoting 
that where mbber hot water bottles (bags) are affixed with such maik thev shall 
he deemed to be in conformity with the standard specification applicable thereto 
indcr clause (c) of section 6 of the said Act, 
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And whereas the Central Government has forwarded the aforesaid proposm 
to the Export Inspection Council, as required by sub-rule (2) of rule 11 of the 
Export (Quality Control and Inspection) Rules, 1964; 

Now, therefore, in pursuance of the said sub-rule, the Central Governmwu 
hereby publishes the said proposal for the information of the public likely to 
be affected thereby. 

2. Notice is hereby given that anv person desiring to forward any objection 
or suggestion with respect to the said proposal may forward the same within 
thirty days of the publication of this notification tr, the- Export Inspection Council 
World Trade Centre, 14/1B, Ezra Street (7th Floor). Calcutta-1. 

Explanation.,—The expression “rubber hot water bottles (bags)” for the pui- 
pose of this notification shall mean the moulded or hand made rubber hot watei 
bottles (bags) without fabric insertion Intended for use in hospitals or otherwise 

[No. 60(140)Exp.Insp/66.1 
A. C. BANERJEE, Jt. Secy 
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